Evaluation of the morphanalysis machine in a clinical setting.
The experience of installing and using an Analytical Morphograph in a plastic surgical clinical setting is described. Initial problems have been resolved in safety and routine functioning. Although we have not managed to obtain the consistency of results claimed in the research field we have found the unit useful in the pre-operative, operative and follow-up phases of clinical patient management.